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DASY/EASY - Parameters of Probe: EX3DV4 — SN:3836

Basic Calibration Parameters

Sensor X SensorY Sensor Z Unc (k=2)
Norm(uV/(Vim)?)A 0.40 0.46 0.44 +10.0%
DCP(mV)® 924 100.1 100.7

Modulation Calibration Parameters

uID Communication A B c D VR UncE
System Name dB dBVuV dB mV (k=2)
0 cw X 0.0 0.0 1.0 0.00 1418 |12.3%
Y 0.0 0.0 1.0 159.9
z 0.0 0.0 1.0 154.7

The reported uncertainty of measurement is stated as the standard uncertainty of
Measurement multiplied by the coverage factor k=2, which for a normal distribution
Corresponds to a coverage probability of approximately 95%.

A The uncertainties of Norm X, Y, Z do not affect the E2-field uncertainty inside TSL (see Page 4).

8 Numerical linearization parameter: uncertainty not required.

€ Uncertainly is determined using the max. deviation from linear response applying rectangular distribution
and is expressed for the square of the field value.
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